[Development of cardiac output monitoring system based on thermodilution method].
Cardiac output (CO) monitoring is a crucial part of the hemodynamic status monitoring. So far, thermodilution method, which is clinically recognized as the gold standard method to monitor cardiac output, still has irreplaceable advantages. This paper mainly introduces the use of platform for cardiac output measurement based on thermodilution method, mainly including three parts: the hardware platform, software design and algorithm process. A large amount of test data of this system has been got by CO simulator testing in the laboratory and preliminary clinical tests in the hospital. The testing result showed that using the proposed system can achieve good accuracy and repeatability.